[SEM observation of the interface between hydroxyapatite ceramic and metal compound implant materials].
This article described the results of interface between HAP ceramic and metal compound system when the bio-glass burning method was used with Scanning Electro-microscope (SEM). According to the results, the author concluded that as a method of forming compound implant system, bio-glass is a good vehicle between HAP and Co-Cr alloy; Ti alloy; and Ni-Cr alloy when the burning method was used.